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1S0/1EC17025:2017

The laboratory quality management systems document is established according to 1S0/I1EC17025:2017.
S1 /

The data in this certificate can be traced to International System of Units (SI) and/or social public
measurement standards.

The Certificate is invalid when no stamp sealed on, data alteration or separate use. Without our
written approval, the certification should not be partially dupllcated The calibration results are
only responsible for calibration conditions of the in men m
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Results of Calibration

o Z20263-F026235 4 3
CertiYicate No. Page of
ilg
- (Pass)
(Appearance & Working Performance Check)
2.
AC Voltage
Indication Actual Value Error

10kv 10.03kV -0.30%

20kV 20.04kV -0.20%

50kV 50.08kV -0.16%

80kV 80.11kV -0.14%

100kV 100.21kV -0.21%

(The Expanded Uncertainty of the Measurement Result Is)

Urey=1.6% k=2
(  JJIF1059.1-2012

<§§?$

(According to JJF1059.1-2012 Evaluation and Expression of Uncertainty in Measurement)
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